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ABSTRACT 

INTRODUCTION: The purpose of this study was to compare first accessory gutta-percha 
penetration after the use of nickel-titanium (Ni-Ti) or stainless-steel spreaders in curved resin 
blocks. 

MATERIALS AND METHODS: Forty resin blocks with 30° and 45° curvatures (20 blocks for 
each) were prepared and #30 master cones were placed in canals. In part one, under 20 Newton 
pressure, Ni-Ti or stainless-steel spreaders were placed alongside the master cone and their 
penetration was measured with a millimeter ruler. In part two, after removing the spreader, one 
of the accessory cones (#15, #20 or MF) was substituted in the canal and its penetration was 
measured. The Mann-U Whitney test was used for the final evaluation. 

RESULTS: In both curvatures, the penetration of Ni-Ti spreaders were significantly more than 
stainless-steel spreaders (p<0.005). Penetration of the first accessory cones (#15 and MF) in Ni- 
Ti spreader group were also significantly more than stainless-steel group (p<0.05) (in both 
curvature groups). 

CONCLUSION: This study showed that Ni-Ti spreaders and #15 accessory cones penetrated 
deeper in curved canals than stainless spreaders and #15 accessory cones. Therefore, the use of 
NiTi spreader in lateral condensation technique is suggested for better results. 
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INTRODUCTION 

Placement of endodontic spreaders alongside 
the master cone to the depth of 0.5 to 1 
millimeter short of the working length has been 
advocated for optimum obturation. The 
accessory cones should be placed to the same 
length as the penetration of spreader; to obtain 
favorable void less obturation (1-2). Studies 
have shown that the lateral condensation 
technique provides an excellent apical seal (3- 
4). 

However, in curved canals the results of this 
technique will not be predictable (5-7). This 
may be due to inadequate condensation of 
gutta-percha (GP) because of inability of 
stainless-steel (SS) spreaders to penetrate to 
within 1 mm of the working length in curved 



canals (8). This might be addressed to the 
inflexibility of stainless steel spreaders that in 
turn leads to an inadequate apical seal (2) and 
wedging effect of the spreader that may cause 
root fracture, if the operator attempts to force it 
to the proper length (9). Sobhi and Khan (10) 
reported significantly deeper penetration of 
nickel-titanium (Ni-Ti) finger spreaders than 
the SS spreaders. Also they showed easer 
penetration of NiTi finger spreader than the SS 
spreaders especially in curved canal. Berry et 
al. (8) showed that no statistically significant 
difference in penetration of two types of 
spreaders was found in straight canals. As the 
canal curvatures increased the penetration of 
SS spreader was decreased. But the ability of 
NiTi spreader to approach the apex was not 
affected by an increase in root canal curvature. 
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Willson and Bumgarthner (11) reported no 
significant difference between Ni-Ti and SS 
spreader penetration using 0.02 tapered gutta- 
percha in small canal curvature of (0 to 20 
degrees). Both Ni-Ti and SS spreaders 
penetrated to a greater depth as canal 
curvatures increased to greater than 20 degrees 
(11). Schmidte et al. (2) showed that the 
average depth of penetration of a Ni-Ti 
spreader with conjugation of a master gutta- 
percha cone when using a standardized 1.5 kg 
force was significantly greater than that for a 
SS spreader. But, when the differences 
between depth of spreader and accessory cone 
penetration compared; there was no significant 
difference between the Ni-Ti and SS 
spreaders. Several studies have shown that the 
size of the accessory cones relative to the 
spreader size has been a noticeable problem 
(12-14). To eliminate confusion in sizing, 
Hartwell et al. (12) successfully urged that 
spreaders be manufactured in standardized 
sizes. 

The purpose of this study was to compare first 
accessory cone penetration after using Ni-Ti or 
SS spreaders in curved canals of resin blocks. 

MATERIALS AND METHODS 

Forty resin blocks with 30° and 45° curvatures 
were used in this study. Canals were prepared 
using Passive Step Back technique (15) by K- 
Flexofiles (Maillefer Dentsply, Ballaigues, 
Switzerland). 

First, canal length was determined by a #10 K 
file (Maillefer Dentsply, Ballaigues, 
Switzerland). The working length (WL) was 
established 1 mm shorter than the canal length. 
After pre -flaring by GG #2, 3 canals were 
prepared within WL to #30 master apical file 
(MAF) and flared by GG #2, 3 and step back to 
K-file #45 with 1 mm increments. After 
removing each file or GG drill, 2 mL of saline 
was used for irrigation. Canal patency was 
checked by #10 file. After finishing the canal 
preparation, #30 GP cone with 0.02 tapered 
(Diadent, Burnaby, B.C., Canada) was placed 
in the canal to the WL. 

Resin blocks were divided into two 
experimental groups 30° and 45° curvatures 
twenty blocks of each. Each of these two 
groups was classified in to SS and Ni-Ti groups 



of ten blocks in each. In part one #25 (B/0.02) 
SS or Ni-Ti finger spreaders (Maillefer 
Densply, Ballaigues, Zwitzerland) were put 
alongside the master gutta-percha cone and 
remained for 5 sec in canals under 20 Newton 
(~2 kg) pressure applied by an Instron machine 
(Instron Corp., Canton, ME, USA). Spreader 
penetration was measured by a millimeter ruler 
calibrated in 0.5 mm increments. In part two, 
all of the resin blocks were used three times. 
Each time after removal of spreaders, one of 
the 0.02 tapered accessory cones #15, #20 or 
conventional MF accessory gutta-percha cone 
(Diadent, Burnaby, B.C., Canada) was put 
alongside its master cone and the penetration 
was measured in each group. The results were 
compared and evaluated by Mann-U Whitney 
test. 

RESULTS 

Five resin blocks (two of 30° curvature groups 
and three of 45° curvature groups) were 
discarded because of file breakage and canal 
obstruction. The average working length of the 
canals was 16.8 mm. 

In part one of the study, comparison of SS and 
Ni-Ti finger spreader penetration alongside the 
master gutta-percha cone showed that in both 
30° and 45° curvatures Ni-Ti spreaders 
penetrated significantly further than SS 
spreaders (p<0.005). With regard to the 
curvature of the canals, both spreaders' 
penetration was more in 30° curvatures 
compared with 45° curvatures. However, the 
difference was only significant in the SS 
spreader group, but not significant for the Ni-Ti 
spreader group (Figure 1). 
Part two of the study showed accessory cone 
#20 penetrated less than #15 and MF accessory 
cones in either spreader or curved groups On the 
other hand #15 and MF first accessory cone 
penetrated significantly more in the Ni-Ti 
spreader group (p<0.05). Number 20 cones 
also penetrated farther in the Ni-Ti spreader 
group, but the differences were not significant 
(Table 1). 

In the SS spreader group both #15 and MF 
cones penetrated significantly more in a 30° 
curvature compared to the 45 curvature 
(p<0.005). In the Ni-Ti spreader group, the 
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Figure 1. Comparison of SS / Ni-Ti spreader penetration 
in 30 and 45 curvatures 



Table 1. Comparison of first accessory cone penetration 
after using Ni-Ti/SS finger spreaders in 30° and 45° 
curved canals (mean +SD in mm) 



SS Ni-Ti SS Ni-Ti 

15 16.1+0.5 16.4+0.5 15.6+0.4 16.1+0.4 

20 15.5+0.7 15.8+0.6 15.1+0.5 15.1+0.6 

MF 16.1+0.6 16.4+0.4 15.4+0.5 16.0+0.4 



penetration of the first #15 accessory cones in 
both curvatures was not significantly different 
(p>0.05). 

DISCUSSION 

According to the results of this study, 
penetration of Ni-Ti spreaders in both 30 and 
45° curvatures was significantly more 
compared with SS spreaders. This is similar to 
the results of Sobhi and Khan (10), Schmidt et 
al. (2) and also Wilson and Baumgartner 
studies (11). Regardless of the degree of 
curvature, all of them found that Ni-Ti 
spreaders penetrated further into the canal. 
The present study also found that Ni-Ti 
spreader penetration in both curvatures was 
similar, while SS spreader penetration was 
influenced by the degree of root curvature. 
This result was the same as the findings of 
Berry et al. (8). Sobhi and Khan (10) also 
found that an increase in the canal curvature 
will reduce the ease of spreader penetration. 
However, Wilson and Baumgartner (11) 
showed that penetration of Ni-Ti and SS 
spreaders in curvatures under 20 were less than 
their penetration in curvatures greater than 20 . 
They explained that the force exerted on the 
canal walls by the shape memory effect of Ni- 
Ti-rotary files may cause more dentin removal 



Accessory cone penetration 

and wider preparation in curved canals 
compared to straight canals. 
Dulaimi and Wali (16) also concluded that 
space prepared by flaring the canal will affect 
the amount of spreader penetration. Berry et 
al. (8) reported no significant difference 
between SS and Ni-Ti spreader penetration in 
straight canals. 

In the second part of the present research, it 
was realized that the penetration of accessory 
cones in the Ni-Ti spreader groups was further 
than SS spreader groups. This was unlike the 
results of Schmidt et al. (2) which showed no 
significant difference between first accessory 
cone penetration in both spreader groups. In 
their study, a #35 file was chosen as the master 
apical file. Canals were obturated using #30 Ni- 
Ti/SS spreaders and #25 accessory cones. 
The size of the accessory cones relative to the 
spreader size has been discussed and shown in 
several studies to be a significant problem (12- 
14). Hartwell et al. urged that spreaders be 
made in standardized sizes (12). 
According to the present study, accessory cone 
penetration in 30 curvatures was more than in 45° 
curvatures. The penetration of #15 or MF 
accessory cones, in both spreader groups and 
curvatures, was further than that of #20 cones. 
Since the tapering of MF accessory cones are not 
adjusted with 0.02 tapering of hand files it seems 
that the use of MF accessory cones will cause 
early obturation of coronal part of the canal. 

CONCLUSION 

This in vitro study showed that Ni-Ti spreaders 
and #15 accessory cones penetrated further in 
curved canals. Therefore, their use in the lateral 
condensation technique is suggested for better 
results. 

ACKNOWLEDGEMENT 

The authors wish to thank Mr. Mirkarimi for 
his help on statistical analysis in this study. 

Conflict of Interest: 'None declared'. 

REFERENCES 

1. Cohen S, Burn RC. Pathways of the pulp, 8 th 
Edition. London. UK: CV Mosby; 2002. p. 325. 

2. Schmidt KJ, Walker TL, Johnson JD, Nicoll BK. 



¥EJ -Volume 2, Number 4, Winter 2008 



133 



Akhlaghi et al. 

Comparison of Nickel-Titanium and Stainless- 
Steel spreader penetration and accessory cone fit in 
curved canals. J Endod. 2000;26:42-4. 

3. Luccy CT, Wellel RN, Kulild JC. An evaluation 
of the apical seal produced by lateral and warm 
condensation techniques. J Endod. 1990;16:170-2. 

4. Brothman P. A comparative study of the vertical 
and lateral condensation of gutta-percha. J Endod. 
1981;7:27-30. 

5. Hopkins JH, Remeikis NA, VanCura JE. 
McSpadden versus lateral condensation: The extent 
of apical microleakage. J Endod. 1986;12:198-201. 

6. Mann SR, McWalter GM. Evaluation of apical 
seal and placement control in straight and curved 
canals obturated by laterally condensed and 
thermoplasticized gutta-percha. J Endod. 
1987;13:10-7. 

7. Siskin M. Spectrophotometric analysis of 
microleakage in the fine curved canals found in the 
mesial roots of mandibular molars. Oral Surg Oral 
Med Oral Pathol. 1983;56:305-9. 

8. Berry KA, Loushine RJ, Primack PD, Runyan 
DA. Nickel-Titanium versus Stainless-Steel finger 
spreaders in curved canals. J Endod. 1998;24:752-4. 

9. Dang DA, Walton RE. Vertical root fracture and 
root distortion: Effect of spreader design. J Endod. 
1989;15:294-301. 



10. Sobhi MB, Khan I. Penetration depth of 
Nickel-Titanium and Stainless-Steel finger 
spreaders in curved root canals. J Coll Physicians 
SuryPak. 2003;13:70-2. 

11. Wilson BL, Baumgartner JC. Comparison of 
spreader penetration during lateral compaction of 
04 and 02 tapered gutta-percha. J Endod. 
2003;29:828-31. 

12. Hartwell GR, Barbieri SJ, Gerard SE, 
Gusoolley JC. Evaluation of size variation between 
endodontic finger spreaders and accessory gutta- 
percha cones. J Endod. 1991;17:8-11. 

13. Jerome CE, Hicks ML, Pelleu GB. 
Compatibility of accessory gutta-percha cones used 
with two types of spreaders. J Endod. 
1988;14:428-34. 

14. Gound TG, Riehm RJ, Odgaard EC, Makkawy 
H. Effect of spreader and accessory size on density 
of obturation using conventional or mechanical 
lateral condensation. J Endod. 2001;27:358-61. 

15. Torabinejad M. Passive step back technique. 
Oral Surg, Oral Med, Oral Path. 1994;11:398-401. 

16. Dulaimi SF, Wali Al-Hashimi MK. A 
comparison of spreader penetration depth and load 
required during lateral condensation in teeth 
prepared using various root canal preparation 
techniques. Int Endod J. 2005;38:501-15. 



134 



¥EJ -Volume 2, Number 4, Winter 2008 



